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One of the first objectives in this research project was 

to determine the nominal bulk oxygen concentration in speci- 

mens of good quality titanium alloy (Ti-6A1-4V). This is im- 

portant since the proposed nondestructive testing procedure is 

based on the assumption that a map of oxygen concentration in 

a plate of the material may indicate whether or not massive 

alpha alloy is present. Ten specimens for this measurement 

were selected at random from a group of samples taken from an 

acceptable trim ring by NASA. These specimens, each weighing 

approximately 2.5 grams, were nondestructively analyzed for 

their oxygen content using the Mark I11 system in the Activa- 

tion Analysis Research Laboratory. The oxygen content of a11 

ten samples was found to be in the range of 0.17 to 0.19 weight 

percent with an average of about 0.18 weight percent oxygen. 

Several samples of the "as received" good Ti-6A1-4V alloy 

were heat-treated in the laboratory in an attempt to produce a 

higher concentration of alpha material. A number of different 

heat-treatment procedures have been tried but none has been 

completely successful in producing a high alpha alloy. Activa- 

tion analysis of the treated samples showed an increase in 
4 . 

oxygen content with concentrations ranging from -36% to 1.3%. 

Several specimens were etched to remove the oxide layer from 
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t h e  s u r f a c e  and then  analyzed f o r  oxygen t o  determine t h e  s i g -  

n i f i c a n c e  o f  s u r f a c e  oxide i n  t h e  t o t a l  oxygen r e s u l t s .  I t  

w a s  found t h a t  t h e  oxide c o n t r i b u t e s  less than  loo/o of t h e  t o t a l  

oxygen. X-ray d i f f r a c t i o n  measurements w i l l  be conducted so 

tha t  a comparison between oxygen concent ra t ion  and alpha a l l o y  

con ten t  can be made. 

A key o b j e c t i v e  of  t h i s  r e sea rch  w o r k  is  t o  determine t h e  

f e a s i b i l i t y  of  mapping t h e  oxygen concent ra t ion  i n  a t i t an ium 

a l l o y  p l a t e  us ing  f a s t  neutron a c t i v a t i o n ,  The widely-used 

technique of f a s t  neutron a c t i v a t i o n  a n a l y s i s  for oxygen d e t e r -  

mination i s  based on the i r r a d i a t i o n  of oxygen-16 wi th  high 

energy neutrons t o  produce nitrogen-16. The high energy gamma 

r a d i a t i o n  emanating from t h e  r a d i o a c t i v e  decay of 7 . 3  second 

nitrogen-16 is  then  measured. I n  o rde r  t o  m a p  t h e  oxygen con- 

c e n t r a t i o n  i n  a plate,  it w i l l  be necessary t o  achieve s p a c i a l  

r e s o l u t i o n  by means o f  r e s t r i c t i n g  t h e  region of t h e  p l a t e  

be ing  a c t i v a t e d ,  l i m i t i n g  t h e  region of t h e  plate be ing  viewed 

by t h e  r a d i a t i o n  counter ,  o r  by a combination o f  t h e  t w o .  Two 

approaches t o  t h i s  problem involve 1) neutron co l l ima t ion  and 

2 )  gamma ray  co l l imat ion .  To determine t h e  f e a s i b i l i t y  of 

neutron co l l ima t ion ,  experiments w e r e  conducted wi th  polyethyl-  

ene,  l e a d  and copper a s  neutron sh ie ld ing .  The fol lowing r e s u l t s  
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w e r e  ob ta ined  from t h e  neutron s h i e l d i n g  experiments. 

Observed At tenuat ion  Fac tor  
Material Thickness f o r  Neutrons wi th  Energy > 10  MeV 

Polyethylene 1% 1' 

Lead 235 '1 

Copper 2 

0.81 
0.61 
0.61 

Another important  and probably ove r r id ing  factor i n  t h e  neu- 

t r o n  co l l ima t ion  experiment was t h e  15x reduct ion  i n  i r r a d i a -  

t i o n  geometry incu r red  as a r e s u l t  o f  moving t h e  sample away 

from the neutron source 2% inches.  The o v e r a l l  r e s u l t s  of t h i s  

se t  o f  experiments i n d i c a t e  t h a t  an e f f e c t i v e  neutron c o l l i -  

mator would impose such a s e r i o u s  pena l ty  i n  i r r a d i a t i o n  geo- 

metry or  f l u x  d e n s i t y  tha t  t h e  oxygen measurement s e n s i t i v i t y  

would be t o t a l l y  inadequate  for t h i s  p a r t i c u l a r  app l i ca t ion .  

The use  of a focusing l e a d  collimator wi th  a 3" x 3" NaI 

s c i n t i l l a t i o n  d e t e c t o r  was then  considered a s  a means of  

measuring nitrogen-16 a c t i v i t y  i n  a l o c a l i z e d  region of a f l a t  

plate, Figure 1 shows a c ross -sec t ion  view of t h e  co l l ima to r  

and d e t e c t o r  arrangement along wi th  a curve d e p i c t i n g  the 

response of t h e  counter  t o  gamma ray  sources  loca t ed  a t  d i f -  

f e r e n t  p o s i t i o n s  on a l i n e  perpendicular  t o  t h e  a x i s  of t h e  

collimator. Addi t iona l  tests are planned t o  determine t h e  

f e a s i b i l i t y  of  l o c a t i n g  such a d e t e c t o r  w i th in  20  feet  of t h e  
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neutron source a t  a p o s i t i o n  where sample t r a n s f e r  could be 

convenient ly  accomplished. I f  t h e  background a c t i v i t y  l e v e l  

as seen by t h e  d e t e c t o r  is  s u f f i c i e n t l y  l o w  i n  t h i s  p o s i t i o n ,  

an oxygen conta in ing  p l a t e  can be i r r a d i a t e d  a t  t h e  neutron 

gene ra to r  and t r a n s f e r r e d  t o  t h e  d e t e c t o r  f o r  counting. An 

experimental  model has  been designed t o  s imula te  a meta l  plate 

wi th  var ious  p a t t e r n s  o f  non-uniform oxygen d i s t r i b u t i o n .  This  

model w i l l  be used t o  experimental ly  determine the r e s o l u t i o n  

and s e n s i t i v i t y  of  t h e  above neutron source and co l l imated  

d e t e c t o r  arrangement. 
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FlGURE 1 RESPONSE OF GAMMA RAY DECTECTOR WITH 

FOCUSSING LEAD COLLIMfarOR 


